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Antibacterial test(S. aureus) Log reduction After 18
hours
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* Test conditions
- 200 mL of the bacterial inoculum were filled in the test article and reacted for 6 hours and 18 hours

** Test strain
- Staphylococcus aureus ATCC 6538
- Klebsiella pneumoniae ATCC 4352

*** Log reduction (LR) = log(A) - log(B)
- A : log of viable bacteria after designated time in the control group
- B : log of viable bacteria after designated time in the test group

**** Interpretation of the results
- log reduction ≥ 1: ≥ 90 ％
- log reduction ≥ 2: ≥ 99 ％
- log reduction ≥ 3: ≥ 99.9 ％
- log reduction ≥ 4: ≥ 99.99 ％
- log reduction ≥ 5: ≥ 99.999 ％

Attachment: Test report

- Usage of Report : QUALITY CONTROL
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Note : 1. The test results of this test report are only limited in to the samples and sample names provided by the client and do not

guarantee the quality of all products of the client. You Can check website (www.ktr.or.kr) or QR code to verify

the authenticity of the certificate.

2. This test report shall be used only within the purpose of its defined usage and shall not be used for public relation,

advertisement and lawsuit.

3. This test report is olny valid when printed on KTR original report paper with hologram and when re-issued by KTR.

The copy and the electronic file of the test report are only for reference.


